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Abstrac\-k\x\d\  and  ventricular  tachycardia  are  typically  treated 
with  Implantable  Cardioverter  Defibrillators  (ICDs)  [8].  Current 
dual-chamber  ICDs  have  over  200  parameters,  which  have  to  be 
set  all  properly  to  ensure  an  accurate  ICD  programming.  Since 
this  is  a  time-consuming  procedure,  an  expert-system  to  calculate 
a  complete  set  of  ICD  parameters  based  on  the  given  clinical 
patient-data  was  developed,  where  the  expert  knowledge  was 
acquired  and  implemented  into  a  knowledge  base  in  cooperation 
with  cardiologist  physicians  [1]. 
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I.  Introduction 

Since  human  expert  knowledge  is  not  always  precise,  fuzzy 
logic  [9]  had  to  be  used  to  implement  the  human  expert 
knowledge.  Using  the  conventional  fuzzy  logic  showed  up 
with  several  problems.  Using  fuzzy-sets  and  relation-matrices 
requires  high  calculation  power.  Further  more  the  use  of 
linguistic  variables  and  fuzzy-sets  are  difficult  to  understand 
for  a  physician.  From  this  the  physician  has  almost  no 
possibility  to  verify  the  knowledge  base  and  prove  its 
correctness.  Last  but  not  least  the  maintenance  cost  are  quite 
high:  When  redefining,  adding  or  deleting  fuzzy  sets  of  a 
linguistic  variable,  all  relation-matrices  using  this  linguistic 
variable  within  the  knowledge  base  have  to  be  verified  and 
perhaps  corrected.  All  these  problems  are  most  likely  for  a 
knowledge  base  with  several  hundreds  up  to  few  thousand 
rules. 

This  article  presents  a  new  fuzzy  technique,  called  the 
Scalar  Fuzzy  Logic  (SFL),  which  does  without  linguistic 
variables,  fuzzy-sets  and  relation-matrices.  It  uses  scalar 
variables  and  scalar  fuzzy  operators  instead.  The  SFL  is  a 
systematic  extension  of  Boolean  logic  which  avoids  all 
problems  mentioned  above.  First  investigations  with  an  expert 
system  for  the  Tachos-ICD  from  BIOTRON1K  (Germany) 
have  proved  that  human  expert  knowledge  can  be  easily 
implemented  and  maintained  using  the  SFL  and  calculation 
time  is  very  low. 

II.  Expert  Systems  and  Fuzzy  Logic 

One  of  the  essential  points  of  Expert  Systems  (ES)  is  the 
knowledge  base,  since  all  the  acquired  expert  expertise  and 
experience  is  implemented  into  the  knowledge  base.  Typical 
types  of  knowledge  representation  are  fact-based,  rule-based 
and  frame-based  (including  semantic  networks)  [3],  [6],  [7]. 

Since  fact-based  ES  showed  up  to  be  to  limited  to 
implement  the  medical  knowledge  we  decided  to  use  a  rule- 
based  knowledge  representation.  In  order  to  implement 


unprecise  knowledge,  first  the  fuzzy  logic  [9]  was  used  for  the 
ES. 

Using  the  fuzzy  logic  [2],  [4],  input  data  are  represented  by 
so  called  linguistic  variables,  with  each  linguistic  variable 
owning  several  so  called  fuzzy  sets.  A  fuzzy  set  is  an 
(unprecise)  description  of  a  statement,  e.g.  "age  of  patient  is 
young".  All  (real)  input  data  are  fuzzified  into  the  fuzzy  sets  of 
the  corresponding  linguistic  variable,  which  is  called 
fuzzification.  As  an  example,  fuzzifying  the  age  of  a  patient,  a 
linguistic  variable  age_of_patient  has  to  be  defined  first. 
age_of_patient  may  have  4  fuzzy-sets:  very_yoimg,  young,  old 
and  very_old.  Thus,  a  real  age  in  years  will  be  fuzzified  into  a 
fuzzy-vector,  depending  on  the  defined  member-functions  for 
each  fuzzy-set: 

a  — - — >  a-(a1  a2  a}  a4)T .  (1) 

Rules  are  implemented  using  the  fiizzy-inference.  While 
the  fuzzified  input-data  are  represented  by  the  fuzzy-vectors 
[5],  the  rule  conditions  are  implemented  into  so  called 
inference  matrices.  The  result  is  again  a  fuzzy-vector  with  the 
(  unprecise)  statement  of  the  rule  conclusion: 

?T=aT®A  (2) 

As  an  example,  the  rule-condition  "patient  is  young  AND 
patient  is  active"  is  implemented  by: 

[aT®A)  ®AND[bT®B)  (3) 

where  b  is  the  fuzzy-vector  of  the  fuzzified  activity  of  the 
patient,  a  classification  rated  from  0  (very  inactive)  up  to  100 
(very  active).  A  complete  rule,  e.g.  to  "calculate"  the  UTR 
(upper  tracking  rate)  of  an  ICD,  may  be: 

Example  1 

R ule to  determine  UTR: 

IF  patients  age  is  medium  or  young 
AND  activity >  is  high 
AND  NYHA-class  is  low 
THEN  UTR  should  be  high 

We  define  four  linguistic  variables  age_of_patient, 
activity _of_patient,  NYHA_class_of_patient  and  UTR.  We 
define  4  fuzzy-sets  for  age_of_patient,  5  fuzzy-sets  for 
activity _of _patient,  4  fuzzy-sets  for  NYHA_class _of _patient 
and  6  fuzzy-sets  for  the  result  UTR.  The  rule  is  implemented 
using  the  fuzzy-logic  by: 

u  ={aT  ®a)®and  (bT  ®B)®AND  {dT  ®c)  = 
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The  result  of  the  fiizzy-inference,  the  fuzzy-vector  It  for 
the  UTR,  have  to  be  transformed  back  into  a  real  value  (e.g. 
120  bpm  =120  beats  per  minute). This  transform  of  a  fuzzy- 
vector  into  a  corresponding  real  value  is  called  defuzzification. 
The  most  common  methods  are  the  center  of  gravity  and  the 
approximated  center  of  gravity  method  [4], 


III.  Disadvantages  Of  The  Fuzzy  Logic 

Implementing  the  knowledge  base  for  the  ICD 
programming  showed  up  with  several  problems  when  using  the 
"conventional"  fuzzy  logic: 

1 .  The  "transform"  of  the  textual  rule  condition  into  the  fuzzy 
matrices  is  sometimes  difficult,  especially  when  the  fiizzy- 
matrices  are  not  quadratic. 

2.  The  more  fuzzy-sets  for  each  linguistic  variable  are  used, 
the  better  results  are  achieved.  But  simultaneously  the 
calculation  time  increases. 

3.  Using  less  fuzzy-sets  for  each  linguistic  variable  results  in 
acceptable  calculation  time,  but  the  inference  results  are 
often  not  accurate  enough. 

4.  Every  time  one  or  several  fuzzy-set  of  a  linguistic  variable 
are  changed,  every  single  rule  of  the  whole  knowledge 
base  using  this  linguistic  variable  has  to  be  adjusted,  i.e. 
the  relations-matrices  have  to  be  reviewed  and  possibly 
changed. 

5.  For  the  human  experts,  who  are  typically  not  familiar  with 
vector  and  matrix  analysis,  especially  not  with  the  fiizzy- 
inference,  it  is  almost  impossible  to  verify  and  prove  the 
implemented  knowledge. 

Implementing  a  knowledge  base  with  a  couple  or  a  few 
dozen  rules,  most  of  the  problems  mentioned  above  can  be 
solved.  For  the  ES  for  programming  an  ICD  the  knowledge 
base  rapidly  grew  up  to  several  100  rules  and  most  of  the 
problems  mentioned  above  showed  up  to  be  insoluble. 


IV.  The  Scalar  Fuzzy  Logic 
From  the  problems  showing  up  when  using  the 
"conventional"  fuzzy  logic  we  have  developed  a  new  kind  of 


fuzzy  logic  which  does  without  linguistic  variables,  fuzzy-sets 
and  relation-matrices.  It  uses  scalar  variables  and  scalar  fuzzy 
operators  instead  and  is  called  "scalar  fuzzy  logic"  (SFL) 
therefore.  The  SFL  is  a  systematic  extension  of  the  Boolean 
logic  and  includes  unprecise  operations. 

First  we  introduce  fuzzy  comparison  operators  to 
implement  imprecise  conditions.  With  m> 0  we  define: 


Fuzzy  Equal:  XF1  v  . 

FE{x,y)  = 

1  +  (x  -  y)  •  m 

(5) 

Fuzzy  Not  Equal:  Jf 

X  y 

:  FNE(x,y)  =  1  1 

1  +  (x  —  y)  m 

(6) 

F  uzzy  L  ess:  « 

x  <  y  : 

FL(x,  v)  -  1  •  [  +ll 

2  \\y-x\+m  ) 

(7) 

Fuzzy  Greater: 

x  >  y  : 

FG(x,v)  =  l.[  {X~y)  +t; 

2  \}x-y\+m  j 

|(8) 

It  can  be  proved  that: 

1.  The  result  r  is  always  in-between  0  and  1,  where  0 
indicates  that  the  comparison  is  totally  not  true  and  1 
indicates  that  the  comparison  is  totally  true: 


2. 


3. 


FE(x,}>)  — >  0  for  x  »  y 
FE(x,_y)  — >  0  for  x  «  y 
FE(x,_y)  =1  for  x=y 

FNE(x,_y)  — >  1  for  v  »  y 
FNE(x,_y)  — >  1  for  x  «  y 
FNE(x,.y)  =  0  for  x=y 

FL(a',}>)  — >  0  for  x  »  y 
FF(x,}>)  — y  1  for  x«y 
F G(x,y)  -/  0  for  x  «  y 
F  G(x,}>)  — >  1  for  x  »  y 


All  fuzzy  comparison  operators  represent  continuously 
differentiable  functions  in  9t2. 


For  combining  several  rule  conditions,  the  following  fuzzy 
combination  operators  are  introduced.  With  MAND>  n-(n- 1)  and 
M0r  >  n  (n- 1)  we  define: 

n-1  n 

Z  Z  \p*~p*i\  (q, 

AND^ (Pl,Pl,...Pn)  =  MIN(P , , p2 ,...p„ )  +  W 

™  AND 


ORf,a=y(pl,p2,-P„)  =  MAX(Pl,p2,...p„)- 


Z  Z  Ifc.1-A.2l 


« 1=1  «2=nl+l 


(10) 


It  can  be  proved  that: 

1.  With  every  pt&\ 0,1],  i=\..n,  the  result  r  is  always  in- 
between  0  and  1,  where  0  indicates  that  the  combination- 
result  is  totally  not  true  and  1  indicates  that  the 
combination-result  is  totally  true. 

Using  the  SFL  the  rule  from  Example  1  to  determine  the 

UTR  is  implemented  by: 

UTR=  120  +  30  *  (Ja  <  6(^AND fu:zy{b  >  65^AND ^[ck  2 ,jj  (U) 
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Fig.  1.  Result  of  Example  1  with  NYHA  =  1, 
using  "conventional"  fuzzy  logic  according  to  equation  (4) 


which  is  more  easy  to  implement,  less  computing  power  is 
needed  for  calculation,  any  changes  on  this  specific  rule  has  no 
side  affects  on  any  other  rules  within  the  knowledge  base  and 
the  implementation  can  be  verified  and  proved  by  the  human 
experts  much  more  easily  than  the  implementation  due  to 
equation  (4). 

Figure  1  shows  the  result  of  Example  1  with  NYHA  =  1, 
for  all  ages  from  20  years  up  to  100  years  and  all  activity  levels 
from  1  up  to  100,  using  the  implementation  of  equation  (4), 
where  the  fiizzy-sets  where  defined  by  triangle  membership 
functions  and  the  approximate  center  of  gravity  method  was 
used  for  defuzzification.  Figure  2  shows  the  result  for  the  very 
same  rule  but  implemented  with  the  SFL  according  to  equation 
(11). 


V.  Discussion 

We  suggest  a  new  type  of  fuzzy  logic  to  implement 
imprecise  reasoning,  which  shows  great  advantages  on 
building  expert  systems  with  huge  knowledge  bases.  Further 
investigations  will  show  the  practical  usability  of  the  SFL. 
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Fig.  2.  Result  of  Example  1  with  NYHA  =  1, 
using  the  scalar  fuzzy  logic  according  to  equation  (11) 
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